[Comparative study of the point diameter of dental explorers and the effect of wear on it].
The diameter of dental explorers from three companies have been measured at 10, 20, 40 and 50 microns from the end of the tip, first on new explorers and then again after submitting these explorers to a stimulated wear test of 25 and 150 times. The study has shown that on new explorers Hu-Friedy had the most uniform tip diameter. The tip diameter of explorers from Healthco and Hu-Friedy were finer then Premier's, and Premier explorers seemed to show the least wear.